This paper presents the development and construction of a multimodal biosignal instrument to monitor and analyse simultaneously for clinically relevant biosignals, obtained from both normal and pathological subjects. Biosignals were tapped from the appropriate locations of subjects' bodies and buffered by operational amplifiers through disposable electrodes. This was directly followed by pre-processing the generated signals, feeding their outputs into an analogue to digital converter (ADC) input of 40PIC18F4450 self programmed microcontroller, and then fed into ADS1299 amplifier with supporting logics 74HC14 and HEF4050 respectively. The signals obtained were transmitted through 869.95 MHz frequency modulation transmitter with an improvised whip antenna, to stationary end consisting of FM receiver circuit connected to a 64 bit 4G RAM Computer, through a USB COM Port.
Introduction
Biomedical electronic applications, derived from biosignals, such as cortical mapping, seizure detection, conduction defects, diagnosis of ischemia, arrhythmia, neuromuscular problems, prosthesis and sleep studies, have received attention recently in clinical health practices. However, biosignals are of low frequencies and small amplitudes, with interference from environmental sources as a major challenge. Instrumentations for measurement and monitoring of these biosignals are in very limited supply, if not mostly unavailable, even in hospitals designed for modern health care in Nigeria. The existing ones in most clinical laboratories can only measure parameters for one type of biosignals; and they are quite expensive, due to the cost of construction and maintenance of the laboratories as well as payment of laboratory personnel. Another limitation is non-availability of wireless transmission of biosignal data from the laboratories directly to the medical experts expected to make medical decisions and diagnoses based on the outcome of the tests carried out. World Health Organization confirmed that each year a figure which represents 30 percent of the global cause of death, approximately estimated as 18 million people around the world died of cardiovascular and other related diseases in year 2017. 1 Therefore, an instrument that accommodates multimodal signal evaluation and operates with sensor network wirelessly needs to be designed and made readily available to hospitals. Patients' health can then be monitored outside clinical environment such as offices and homes, if individuals or organizations have access to biosignal device that allows self monitoring. The wireless transmission will be expedient in the biosignal facility to enhance patient's mobility and transfer of real time clinical data, thus limiting patients' wheeling to -and -from the laboratories and related testing locations.
Methodology
The methods, steps and procedures employed in carrying out the construction and development of the multimodal biosignal system is discussed in this section.
The development of the multimodal biosignal system
The whole device has two main units, which are the mobile transmitting end and the stationary unit for reception. The transmitting unit is portable and it consists of all the channels to which the desired biomedical signals are multiplexed; it amplifies and transmits signals at an FM frequency of 869.85 MHz through a locally made whip antenna. Ports are made on it, from which the improvised lead wires and disposable electrodes are connected. The receiving end on the other hand is a stationary unit, connected to the computer, with a programmable RX3A receiver module. The signals received are filtered and stored on the computer, ready for acquisition and analysis. Figure 1 & Figure 2 describes the block diagram of the stages employed for the two units of the system. The four biosignal quantities measured were the Electromyogram, Electrocardiogram, Electroencephalogram and Speech signals. The transduction was achieved using the matching disposable electrode clipped on the tip of the lead wires, to be affixed to the recommended locations on the subjects where the signals are expected to be tapped. The signal preprocessed unit had the following components and specifications: i) A wide band single supply operational amplifier that boosts and filters the output signal of the transducer. 
Mode of operation
The developed transmitting unit has three buttons apart from the power button. They are labelled F1, F2 and F3, with multitask assigned functions, all to be displayed on the LCD. F1 primary function is to set the system into configuration mode. This will enable the user to select any one of the four signals to be measured: The EMG, ECG and EEG signals are grouped into the first phase for compatibility while the second phase is allocated to speech signal. A second press on F1 will put the system in gain selection mode and another press on it will take the system to data acquisition mode. F2 on the other hand will take the system to scan mode at the initial press. Further singular press will put the system on a scan mode and another press will put the device on a data storage mode. F3 will display data fetching mode at the initial press. A second touch will affect the transmitting mode. When the device is set to scan by pressing the appropriate button, the electrode attached to the appropriate subject's body will convert the desired signals into voltage by the voltage divider network. The output is buffered by the operational amplifier circuit and fed into the microcontroller, where the signal is digitalized, pre-processed and stored in the well enhanced memory card. The stored data can at will be transmitted to the receiving unit, packets by packets, for acquiring, filtering and analysis.
Disposable electrodes and the lead wires
These electrodes are the latest innovation in biomedical measurement. Old forms are inserted into the skin and muscles through piercing. However the old method has to be discouraged in recent studies, because of infections and complications associated with incision and piercing. The type of the electrode employed in this research are H124SG pre-gelled silver chloride sensors because of their flexibility, reliability in EMG, ECG, EEG measurements and cost effectiveness. They are produced by placing a deposit of a thin layer working electrode material on a polymer film. Handling these electrodes should be a bit professional to ensure that the electrode is not detached. A disposable electrode when placed at the desired signal point can generate up to 3000 micro volts, to be transported through the lead wires. The lead wires are sensitive colored wires which the disposable electrodes, through clipping or clamping are attached, and they convey the signal inputs from the electrodes to the signal board for selection and amplification. Figure 5 shows the sample of electrodes and lead wires employed in this work. 
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Signal pre-processing unit
The signal pre-processing circuits is built from a voltage divider network (VDN) and 12 operational amplifiers. The VDN is made by connecting in series the lead sensors with 1000 Ohms resistor as a potential divider. Each of the lead wires is inputted to an operational amplifier LC1024, where signals are amplified. LC1024 is a product of microchip technology Inc. It is memory accessed through simple SPI (serial Peripheral Interface) compatible. The output of each LC1024 is fed to the ADC inputs of PIC18F4450 microcontroller. LC1024 was selected because it has SPI compatible bus interface, 20 MHz clock rate, write cycles and unlimited read with zero write time. It also has high reliability 128 K of 8 bit configuration and low power consumption technology of 3 mA at 5.5 V and 4 microampere standby current. The output signals of the opamps, connected as voltage follower circuit were buffered into the input of ADS1229 biosignal amplifier and LM3886 audio amplifier, the output of which was fed into PIC18F4450 microcontroller.
Filtering techniques
A butter worth low pass filter with a cut -off frequency 60 kHz, pass band gain 1.5 and capacitor of 1µF was designed as follows, for the biosignals which range from 10 Hz to 50 kHz. Since 26k is not available, then R is assumed to be 22kΩ = R 1 Amax = 1.5and assume R 1 as 22kΩ
The PIC18F4450
Microcontroller PIC18F4450 is one the family of PIC18XXXX from microchip technology with enhanced functions and cost effectiveness. It is a link between the hardware and the software. This low cost microcontroller was selected to overcome problems from using electronic components which consume higher power and prone to noise. The microcontroller has features such as high performance power managed mode, flexible oscillator structure up to 48 MHz, programmable Universal Serial bus with full speed of 12 megabytes per second, 10-Bit, Up to 13-Channel Analog-to-Digital Converter, up to 100 ks per second sample rate and programmable time acquisition. The Pin and block diagram of PIC18F4450 are described by ( The output of the programmed PIC is fed into the frequency modulation transmitter powered by 9 volts and employs frequency shift keying modulation scheme. 
The frequency modulation transmitter
Current biosignal measurement in Nigerian hospitals is limited by inefficient transmission of biomedical information, right from the point of monitoring to the office of specialists assigned to interpret the data. Also some records of accidents have been recorded during the process of transporting (wheeling) patients from the admission wards to biosignal centers or laboratories where biomedical measurements are to be scanned. In some cases, patients placed on oxygen life support and drips have to be detached or disturbed while moving them to take tests and scans in the laboratories. In hospitals where there are internet facilities and consistent power supply, the radiologists depend mainly on sending scanned results through email to the medical personnel who requested the tests be made, or resolve to printing the results on paper. It is in the light of this that this research introduces the use of TX3A frequency modulation transmitter, with 869.85 MHz carrier frequency for wireless communication and radiometry of all the measurable biomedical signals of focus. The transmitter is part of transmitter-receiver module of, data sheet 2009. The transmitterreceiver module is a miniaturized printed circuit board UHF radio pair. It enables the implementation of data link at distances up to 1000 meters in open environment, depending on other design components employed. The schematic and PCB for entire transmitting unit are shown in (Figure 8) (Figure 9 ). The circuit layout was developed using Diptrace Novaram 2011 software, for PCB building. Schematic components are laid on the interface of the software and tested in a soft mode. This was then printed and etched on a board, where the components are laid, traced, soldered and tested against partial contacts and dead joints. 
Audio amplifier unit
A class A audio amplifier was designed with the following specifications; V CEQ = 9V and I CQ = 500 mA for the class-A, CE amplifier according to Figure 10 , the output current varies by ± 300 mA and an input signal is applied at the base, the following parameters were calculated as follows; 
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The receiving unit
The receiving unit is stationary and it consists of RX3A FM receiver, RS232 driver, interfacing circuit, an improvised whip antenna. The block diagram of the receiving unit is shown in Figure  911A . RX3A is a double conversion super-heterodyne receiver which features a speedy action detection of carrier signal to indicate that signal is being received. The receiver has an inbuilt internal filtering circuit and slicing unit, which make it protected against random noise. The receiver output is the same as the transmitted coded width modulation signal. The circuit diagram of the stationary receiving unit is shown in Figure 11B . Different types of antennas are prescribed for use with the transmission and receiving network, however, whip antenna was improvised because of size, good performance, immunity to effects of proximity and high coverage. It was made from a coated 3 mm diameter copper wire, connected to the second pin and first pin of the transmitter and the receiver respectively. The receiving end of the network is shown in Figure 12 . 
Results and discussion
Setup of the biosignal multimodal instrumentation Figure 13 shows the complete biosignal system units. The whole setup consists of the mobile transmitting unit already fixed with the lead wire carrying the disposable electrode; the mobile receiving unit connected to the computer through the USB, a 64 bit GO RAM Personal Computer for output analysis and the distance tape for coverage determination.
Measurement of biosignal parameters
The method used in this research to measure the biosignal data and obtain the signal information involves obtaining official permission from five (5) different university teaching hospitals located at the South-western part of Nigeria, for access to use some of the patients admitted in their medical wards. The target subjects are patients with neuromuscular disorder, stroke, Parkinson disease, Cardiac arrest and other related pathological cases. Carrying along the health and medical personnel in charge of each ward, the patients to be sampled were approached and enlightened on the merit and importance of the research, appealing to their cooperation and support. In some cases the machine will be requested by the patients, to be tested on one of the research crews, to avoid phobia and ascertain there were no side effects. There were cases where the radiologists were requested to assist in mounting the electrodes at the appropriate target signal location in the patients' body. One of the limitations encountered at this stage is the inability to use the device to monitor the ECG information of female patients because it involves complete removal of dress whereas the researcher is a male. A female nurse was trained to use the machine in a private ward for female patients, to address this limitation. Patients with stroke are the perfect specimens for the examination of the four investigated biosignals. The transmitter side is connected to the patient by positioning the electrodes at the target points. The surfaces of the points of target were cleaned using alcohol, water and cotton wool. The signals were then captured by operating the transmitting end. The data is then stored in the embedded SD card of the transmitter, for immediate data transfer and upward transmission. The speech signal was captured by telling the patient to pronounce or read some sentences written on a sheet of paper. EMG signal was capture by requesting the patient to flex the muscles in the area of target for the EMG. The stored data is immediately sent to the receiver, already connected to the PC for data acquiring and Analysis. 
Results acquired through biosignal instrument
Real-time data acquisition directly from the source was carried out by direct electrical connection to instruments. This overcomes the need for experts to monitor, encode and enter data manually. Sensors attached to patient's body permits biomedical signals to be converted into electrical signals which are then sent into a computer. The signals were periodically picked and converted to digital form for storage and analysis. Data acquisition and analysis automation are very important in monitoring patients, because naturally occuring signals are in analogue form, hence the need for analogue to digital converter. 2 How closely the digital data matches the original analogue signals is determined by two important factors; the precision with which the signals are recorded and the frequency at which signals are sampled. As a general rule, at least twice as frequent as the highest frequency component needed from a signal must be sampled. Just as in ECG measurement, the basic repetitive frequency is at few samples per second, but that of the QRS complex contains useful frequency components in the order of 150 Hz. 3 Hence, data sampling rate should be at least three hundred measurements per second (300 Sps). 500 Sps was chosen as minimum in this research and this was done in packtes of signals. Transmitted signals are acquired by selecting the required signal and pressing the Acquire command on the biosignal interface. 
Conclusion
Computer-based multimodal digital biosignal instrumentation for acquisition and analysis of EMG, ECG, EEG and Speech has been developed in this research. The whole instrument is made up of three sections: the 9V battery powered mobile transmitting unit, the receiving unit and the user friendly interfaces. The mobile transmitting unit consists of improvised disposable electrode-lead wire transduction network, which converts biosignals from human body to electrical signals. Processing circuit was performed here by signal conditioning circuit for linear operation of amplification on the transducer output, before transmission takes place. Signals were picked by appropriately attaching the sensors to the target locations on subject's body. The transmission link between the sensor side and the stationary processing unit overcomes the problems associated with most clinical scanning devices. The link provides the opportunity to continuously monitor patients on admission without wheeling them around to laboratories. It provides electrical isolation by using low voltage battery thus preventing electrical shocks and power failure. The receiving end received data at the transmitted frequency of 869.85 MHz with minimized distortion and the data can be acquired and analysed with aid of the user designed biosignal interface, having the data capturing mode and analysis mode. The data can be analysed in either time domain or frequency domain analysis with fast transfer mode and the test analysis taken showed the device can be used as a clinical and research tool.
Recommendations
One of the limitations encountered in this study is the instability of the sensors due to dryness of the surface gel. Thus further work on the sensor performance and size reduction is highly recommended by the researcher. Subsequent works in the area of this research should also take into cognizance the miniaturization of the transmitting component of the system to minimize imposition on the patients. The researcher suggests a lead wire-free sensor network for the transmission of data; as it will be worthwhile if the lead wire link can be scrapped by designing sensors capable of being pre-processed to send picked values directly to the transmitter. The developments and designs of medical electronic instrumentations are advised to be encouraged and priotised by the government of Nigeria and other policy makers, to ensure our indigenous technology better develop and reduce unwarranted spending in foreign hospitals. The developed biosignal system can find applications in areas such as diagnosis of ischemia, arrhythmia, conduction defects, sleep studies, seizure detection, cortical mapping, muscle functions, neuromuscular diseases, prosthesis and in other medical investigations.
